
Table 3 Compare of the SEC-HPLC results and BCA results 

Batch 

 

BCA Method 

(μg/mL) 

SEC-HPLC  

Method (μg/mL) 

RSD 

(%) 

I010 519  539  2.67 

H015 462 472 1.51 

 


